Flexor pollicis longus (FPL) tendon rupture is a major complication of volar locking plate fixation for distal radius fractures. The tendon rupture is usually caused by friction between the distal edge of the plate and the FPL tendon, and has been well detected recently with ultrasonography. Rarely, the volar locking plate itself entraps the FPL tendon, leading to its rupture. A 63-year-old man was consistently unable to flex his right thumb after previous surgery for a distal radius fracture at another hospital. Ultrasonography demonstrated loss of tendon gliding and unusual patterns of the FPL tendon. The tendon was sandwiched between the plate and the distal radius, and was penetrated by the distal locking screw, which was comparable to intraoperative findings of complete entrapment and rupture of the FPL tendon from the underlying plate. The tendon defects were repaired using a palmaris longus tendon graft after removing the screws and plate. Finally, he could flex his thumb actively with satisfaction. Unusual patterns of FPL tendon rupture buried under inadequate plate positioning must be recognized, as in this case. Ultrasonographic assessment is routinely recommended to visibly determine any FPL tendon damage after volar locking plate fixation for distal radius fractures.
Introduction
Distal radius fractures remain one of the most common orthopedic injuries, accounting for 8-17% of all extremity fractures, and open reduction and internal fixation with a volar locking plate has become the gold standard treatment to correct them [1] [2] [3] [4] . However, several complications associated with volar locking plates have also become better defined [2, 5, 6] . Flexor pollicis longus (FPL) tendon rupture is one of the major complications, having an incidence rate of 0.2-12% [2, [5] [6] [7] . Most flexor tendon ruptures are caused by friction between the prominent volar distal edge of the plate and the flexor tendon. Recently, ultrasonography has become a useful method for early detection of FPL tendon attrition and prevention of FPL tendon rupture following volar locking plate fixation of distal radius fractures [8] [9] [10] [11] [12] .
Rarely, however, the volar locking plate itself entraps the FPL tendon entirely and causes its rupture, which has never been previously evaluated with ultrasonography. Here, we report a case of complete rupture of the FPL tendon, which was sandwiched between the underlying volar locking plate and the distal radius, treated with successful assessment by preoperative ultrasonography.
Case report
A 63-year-old man fell from a stepladder and sustained a right distal radius fracture. He underwent volar locking plate fixation surgery using Variable Angle-LCP Two-Column Distal Radius Plates 2.4, narrow (Depuy Synthes Japan, Japan) through a trans-flexor carpi radialis approach without minimally invasive surgery at another hospital. As the wrist pain and swelling, like complex regional pain syndrome, remained after surgery, he was continuously treated with medication and rehabilitation therapy, although he had noticed difficulty in right thumb movement immediately after the operation. Four months after the operation, wrist pain and swelling improved, but he was referred to our hospital because he was consistently unable to flex the interphalangeal joint of his right thumb (Fig. 1) . Bone healing of the distal radius fracture was achieved, based on radiographs, with lifting of the distal edge of the plate from the volar aspect of the distal radius. Surgical treatment for the FPL tendon rupture was planned, with removal of the volar locking plate. Preoperative ultrasonography examination was performed using a HI VISION Ascendus (Hitachi Medical Corporation, Japan) with a multifrequency linear transducer (6-18 MHz) to find the pathological damage of the FPL tendon, but it showed that the FPL tendon was tightly entrapped between the plate and the distal radius (Fig. 2) . Furthermore, during passive flexion of the thumb, slight movement of the slack FPL tendon was visibly only distal to the distal rim of the plate, in which a distal locking screw was observed clearly, but obviously diminished proximally in real-time ultrasound imaging. Intraoperatively, the FPL tendon was found embedded entirely under the plate, and the distal locking screw penetrated the tendon (Fig. 3) . The proximal stump of the FPL tendon was shortened proximally through the window of the plate and was clearly observed on the plate. The screws and plate were removed, and the buried distal stump of the FPL tendon was released. After debridement of the proximal stump of the FPL tendon, 4-cm tendon defects were repaired with a free double-bundle tendon graft of the palmaris longus using interlacing sutures. Passive range of motion exercise of the thumb was initiated during occupational therapy immediately after the operation, and active range of motion exercise was started 1 week after the operation. At follow-up 1 year later, he was able to flex his thumb actively in the same manner as he could prior to the injury (Fig. 4) .
Discussion
As volar locking plate fixation for distal radius fractures has increased in popularity, complications of this surgical treatment have also been increasing [2, 5, 6] . In particular, FPL tendon rupture is a critical complication, given its anatomic location, and leads to loss of hand function and requires additional surgical treatment [11, 13] . To prevent FPL tendon rupture, proper intraoperative placement of the volar locking plate proximal to the watershed line of the distal radius with anatomical reduction is necessary [11, [14] [15] [16] . Repair of the pronator quadratus muscle with coverage of the plate is also important. Loss of reduction and inappropriate plate position, as in the present case, can cause FPL tendon attrition, resulting in its rupture. In the present case, the FPL tendon was probably sandwiched from the radial side during fixation of the plate on the distal radius. Tendon retraction might have been insufficient, possibly because the operator did not have an assistant or failed to check the operative field while only watching the monitor on an X-ray image intensifier. Additionally, the distal locking screw was slightly longer and penetrated the dorsal cortex of the distal radius. In such cases, extensor tendon ruptures are more frequent than are flexor tendon ruptures. Therefore, it is important to evaluate damage not only of the flexor tendons but also of the extensor tendons.
In addition to the intraoperative risk factors for FPL tendon rupture mentioned above, other risk factors for FPL tendon rupture after volar locking plate fixation surgery have been identified. Soong et al. described that prominence of the plate over the watershed line in lateral radiographs was associated with an increased risk factor for FPL tendon rupture [17] . More recently, ultrasonographic assessment has identified visible FPL tendon attrition and damage following volar locking plate fixation. Nanno et al. revealed ultrasonographic FPL kinematics of FPL tendon movement during wrist and finger motions in patients with distal radius fractures who underwent volar locking plate procedures [12] . Kara et al. reported that increases in the thickness of the FPL tendon and a decrease in the distance between the tendon and the plate could be determined using ultrasonography after volar locking plate fixation, warning that asymptomatic tenosynovitis may eventually cause tendon ruptures [11] . Tanaka et al. emphasized the usefulness of color Doppler imaging to detect tendon attrition because it provided more visibility compared with other methods [8] . Tokunaga and Abe demonstrated asymptomatic erosion of the FPL tendon, which might be a predictor of tendon rupture, after volar locking plate fixation using ultrasonography, and recommended the use of ultrasonography to routinely evaluate FPL tendon damage [10] . Kadoma et al. also advocated that ultrasonography could be used to identify the type of intermediate tissue between the FPL tendon and the volar locking plate, suggesting that ultrasonography has the potential to predict the risk of attenuation of the FPL tendon [9] . On the other hand, Yamazaki et al. described that sonography might be difficult to employ as a diagnostic tool to judge the risk for flexor tendon attrition, but that a subdermal crepitus sound during thumb movement was an independent risk factor for flexor tendon attrition [18] .
We also believe that ultrasonography is a useful method to assess FPL tendon damage after volar locking plate fixation for the distal radius. Although almost all previous cases showed friction between the FPL tendon and the plate on ultrasonographic images, as mentioned above, the present case showed unusual ultrasonographic findings of an initially buried and ruptured FPL tendon underlying the plate. Entrapment of the FPL tendon by the volar locking ultrasonography images (a) show that the proximal stump (arrowhead) of the flexor pollicis longus (FPL) tendon is interrupted by the plate and the distal stump (asterisk), which is sandwiched between the plate and the distal radius when compared with the computed tomography image (b). The movement of the slack FPL tendon during passive flexion of the thumb is diminished at the level at which the distal locking screw (arrow) is observed more clearly (c)
plate itself is extremely rare, with only one case previously reported [19] . In that case, however, the plate partially compressed the FPL tendon after minimally invasive plate osteosynthesis, and a partial tear in the FPL tendon was repaired using only direct sutures without preoperative ultrasonographic assessment. In contrast, we report the first case of complete entrapment and total rupture of the FPL tendon underlying a volar locking plate that was repaired with tendon grafting, after a definitive diagnosis using preoperative ultrasonography. Unusual patterns of FPL tendon rupture buried under inadequate plate positioning must be recognized, as in the present case. Ultrasonographic assessments should be routinely performed to visibly assess the FPL tendon damage after volar locking plate fixation for distal radius fractures.
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